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Ckonje,  02.02.2020

IIpeamer: bapame 3a oxo6pysame Tepenckn besbennocun nadopmannn 3a -FA-2021-
005 - Prismaflex Control Unit - ARPS Tubing Performance Issue (Device Correction)

Mme na nponssoan: Prismaflex Control Unit

Koa na npoussopor: Prismaflex machines: 107493, 113082, 113874, 114489, 114870.
955052; Preventive maintenance kit: G5010007; ARPS Pump Segment Kit: G5064801;
ARPS Pump Assembly: G5006203

Cepuckn 6poeBH: CUTE CEPUCKH OpoeBH

[TounTyBanu 31paBCcTBEHH pabOTHHIH,

Onuc Ha
npo6nemot

Baxter Healthcare u3gaBa kopekuuja Ha anaparoT Bo JejoT EnmHuuara 3a
koHTpoJa Ha Prismaflex Control Unit nopain HeKOH3HCTEHTHA BAPH]aOHIIHOCT
Ha JTHHUHUTE BO cKiomnoT Ha myMiara ARPS (Automatic Repositioning System-
CHCTEM 32 aBTOMATCKO PENnO3UIHOHUPAbE) ITO MOXKE Ja A0Bee A0 alapMHH
CHTYalMH 33 BPEME U 10 CaMO-TECT HA CHCTEMOT.

AnapMu Kou ce TojaByBaat ce:

Alarm Situations:

Primary Alarms: e Malfunction: Prime Self-Test Failure (Code 4), during priming
e Malfunction: Self-Test Failure (Code 4), during treatment

Secondary Alarms: | e Caution: TMP Excessive

e Advisory: TMP Too high

Prismaflex Control Unit BpiuM camo-TecTHpame Ha CHCTEMOT 3a BpeMe Ha
MOJTHEE Ha BOHTEICCHHOT KPYT CO TEIHOCT M BO JieUHHPAHH HHTEPBAIIM 34
BpeMe Ha Tepanujara. 3atoa, ropeHaBe/IeHHTE alapMHH CHTyalll MOXKe 1a ce
HOjaBElT 3a BpPEME Ha IMOJIHEKLE Ha BOHTEJIECHHMOT KpYr HMJIH 3a BpEeME Ha
TpeTMaHoT. Bo oBHe anapMHH i R ) R Prismaflex ke
ce MOCTaBH CTaHAapaHO -BF Ha cocTojfa W Ke My o0e30enu Ha
KOPHCHHKOT )HaTCTB @ﬁ‘ﬁ KOpMLHHKOT tpeba ga rH ciaedd
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Koa Ha npousBogot | Onuc Ha npousBogotr  Cepucku GpoeBu
107493 Prismaflex Control

Unit
113082
113874
114489 Cure
114870
955052
G5010007 Preventive I

Maintenance Kit
G5064801 ARPS Pump Segment

Kit
G5006203 ARPS Pump

Assembly

AKO ce rojaBu anapm, Toa MOXe Ja J0Bele 10 ONOKYBalhe WIH MPeKHHYBaHbe Ha
Tepanujata. Bo ciyuaj Ha npekuHyBame Ha Tepanmjata Ge3 Bpakame Ha KpBTa Ha
MAaLMEHTOT, MOXE na ce mojaBu 3aryba Ha kpB. J[o JeHec MMa TpHM M3BewITaH 3a
CEPHO3HM MOBPE/TH MOTCHLUM]ATHO NOBP3aHHU CO OBA MpPaLalbe.
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Knmuanaapure moxke 6e3denHo ma npogonskar ga ro kopuerat Prismaflex
anapatoT criopea ynartcteata Bo Prismaflex Operators Manual nonexa auHuuTe
He ce 3ameHar B0 ARPS Pump Assembly.

AKO ce TojaBH anapM, KOHTpojHata eaunnna Prismaflex ke ce mocraen
B0 Ge3benHa cocTojba 1 KOpUCHUKOT Tpeba a r'M crieau yraTcTeara Ha €KPaHoT.

[TocToeuknTe CErMeHTH Ha MYMIMTE M KOMITIETHTE 3a CKIOMYBabe Ha
MyMITATE BO BALIMOT HHBEHTAP MOXKE [a ¢ KOPHUCTAT 3a KPUTHYHH TOMPABKHU ¢&
Joneka He ce o0esbenn nojobpenata nunuM kaj Bac. J{okonky Bu TpeGaar
AONONHUTE/IHH JIEJIOBH, COOMNLITETE TH BAlIMTE MOTPeGH 3a MONpaBKa 10 BAIHOT
JIOKaJICH NPETCTABHUK 33 TEXHMYKH CepRUC M Baxter ke aame nmpuoputer Ha
KOMILIETHTE 3a 3aMeHa Kora CTanHu. AKO MOMpaBKUTE HE C& HTHH, MOJKE 1a
noYeKaTe J1a IH H3BpL ﬁcﬁ[w}gﬁ?ﬂ@ oneka Baxter He Be KOHTakTHpa 3a J1a ce
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JOroBOpUTE 3a 3ame,
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Jlunuure Q @'!\IIO‘HOT 1—1& mﬁlﬁ ARPS BooGuuaeHo ce 3amenysaart
eJIHaLl TOJIHIIHO ngg J%ﬂ--&:{\flp BHO ompxkyBame ([IM). Jokosaky
Bamara Prismafl f@tr(ﬁ '(‘_ﬁ'ut@ , epuon Kora Tpefa aa ce Hampaeu

HOCTH TPEGa [1a ce OAJ10KaT cé aogera
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HE ce 068368)13T HOBH KOMILJIETH 3a Bac.

Jlokanen npercraBHuk 3a TexHuukn CepBHC Ha Baxter ke KoHTakTHpa co
Bac 3a Na sakaxe 3ameHa Ha ARPS juumute Bo pamkute na Prismaflex Control
Unit wumm na ru sameHn noromenure HCHCKOPHCTEHH KOMILTeTH 3a [IM wu
PE3EPBHH NIC/I0BH BO BALIHOT HHBEHTAp, IOKO/IKY € NPUMEHIIHEO.

Bawara ycranosa ke ja noGue opaa 3amena on Baxter 6e3 nannara.

Be moaume mononunere ro Jlonatokor na clleHaTa CTpaHa W npartere
CKEHHpaHa KolHja Ha Maunor na MHTEPKOM HOO Ckonje: maja@interkom-
skopje.com

Hoxony umare mononnutenun npawarma Be monume Aa ce obparure Ha Maja
Byjuuuk Anrecka (majaiinterkom-skopje.com), Tel. 138970205254
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OCHa uHopMauja.
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JOTATOK: ®OPMYJIAP 3A OITOBOP HA KOPHCHHILIA UTHO ITUCMO CO
TEPEHCKH BE3BEJHOCHU UHO®OPMAILIUU CO JATYM 02 (eBpyapu 2021

Be monume nononueTe ro dopmynapoT u nononHeT nparete ro B0 MHTEPKOM 00O Ckonje kako
noTBpAa gexa cte ja nobune objasata 3a TEPEHCKU BEESBEAHOCHN MHOOPMALIMW.

noTBPOA
] MNoTepayBame aeka cMe ro gobune ropeHaseaeHoTo n3BectyBame, ja pasbupame Heroearta
COAPXVMHA 1 CMe ja npejane Ha MeaUUMHCKUOT NepcoHan, CepBUCOT U CUTE MHBONBUPAHM.

[ Notepayeame aeka ro NpUMUBME ropeHasefeHOTO NCMO, ja pa3bpaBme HerosaTa

COAPXWHA 1 rv AncTpubyupasme oBue MHDOPMAUUM A0 HALLUTE 3apacTBeHun paboTHULM

Wme v agpeca:

Oarosoport e nononHer og;:

3Bamrse:

Email n/vunu Teneborckm 6poj

MoTnwuc v para:

3ALOIIKUTENHO NONE

n3pecrtysame .




