Medtronic

WUTHo 6e3beamHocHo U3BecTyBarbe

Medtronic Conexus™ Ténemetpuja: Axypuparse na U3Bectysarbeto og jynu 2020 roavHa
Axypuparse Ha codteepor dasa 3

Hasus Ha npoussog
CareLink™ 2090 nporpamarop
Carelink Encore™ 29901 nporpamarop

Bpoj Ha mogen
2090; Cure cepucku 6poesu
29901; Cure Cepucku bpoesu

Anpun 2021,

Pedepenten 6poj Ha Medtronic: FA844 taza v

MountysaH/a 3gpascraen pabotHuk,

Medtronic By Nuysa 3a na Be UHdopmupa 33 TPeTaTta u nocnegHa dasa 04 nogob

Ha cnabocrure NoBp3aHn co Medtronic Conexus™ TenemeTtpuja. Medtronic Aobu p
codTBepPOT WTO Cera ce AOCTanHu 3a pewasatbe Ha osue cnabocru.

Du (umnnanTupanu Aedpubpunatopu 3a
CpuUesa pecHxpoHusmpana Tepanuja) Ha Medtronic. 33 MHbOPMaLMK wTo MPeTXoAaT Ha HactaHor, BKAYUYBaAjKMU U nucta Ha ypeau

, NornegHere so besbegHocHuoT bunteH Ha http:{(www.medtronic.com[security.

®aza3 (Mocnepna)
Protecta, Cardia, Egida (SW009) v8.3

Viva-Brava-Evera (SW016) v8.3

Visia AF, Visia AF MR| (SW035) v8.2
Evera MR| (SW033) v8.4 Claria-Amplia-Compia (SW034) v8.4, v8.5
- ¥ BRAy4ysa Primo MRI, Mirro MRI
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