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Hountysan xopuchuky Ha mymnara,

T'o gobusare oBa nucmo Guziejiu Hawara CBU/ICHI[H]a IOKAXyBa /IeKa MOKeOU KOPUCTHTe HHCYIHHCKA
nymma ox cepujara MiniMed™ 508 wnu MiniMed™ Paradigm™. Bo jyau 2019 roguna, Medtronic
00jaBH IMCMO 32 KOMYHHMKALHja 32 HHCYIHHCKATa nymna MiniMed™ 508 u uncynumncka nymmna og
cepujara MiniMed™ Paradigm™ nopazu noreHuujanen npobiem co cajbep 6esbearocra. Medtronic
/lOHECE OAJIYKA /ia T M3BECTH KOPUCHUIIATE INTO KOPHCTAT MHCYIMHCKH MyMITH ZeKa Ce 3aCerHaTH of
GesbepnocHoTO Aejerro Ha repen. OBa mucMo v masa MH(OPMaIMHTE K MEPKHTE 32 TIPETIIA3IHBOCT 3a
Ha OujieMe CHTYPHH JieKa CHTe KOPHCHHIH IUTO i KOPHCTAT OBHE NMPOM3BOJH CEe M3BECTEHH 33 OBHE

Jiejcrea.

Omvic Ha moteHnujamHoT Mpobem co cajbep GesbepHocTa:

Wucynuncxara mymna MiniMed™ 508 u nucyusckute mymim o/, cepujata MiniMed™ Paradigm™
(Bupere ja TaGenara TOZONy 3a Na TH BUJMTE cUTe OGpPOEBM HA Mojenu) ce JM3aJHUPAHU Jia
KOMyHHULIEpaaT KopHcTejku Gesxudna paguodpexseniuja (PP) co APYrd YPefn Kako LITO CE MEpadu
Ha TTyKO3a BO KPBTa, CEH3OPCKH TPAHCMHUTEPH 3a rrykosa H USB-ypenu CareLink™,

Herpaxysayure 3a Gesbexrocr uaentudukysaa NOTEHUUjaTHY PAHJIMBOCTH Ha cajbep GesGemnocra
TIOBp3aHM CO OBHEe WHCYIMHCKH mymmy. HeoBnacTeHo smuue co crenujassy TeXHUYKM BEUITHHY W
Orpema MMa MOTEeHI|jaTHA MOXHOCT 2 Ce TOBp3e Ge3KHIHO JI0 HHCYTHHCKA nymIa-Bo 6usKHa 3a fja
M [IPOMEHH NOCTAaBKUTE W Jia ja KOHTPOJHMpPA HCIOPAKAaTa Ha HHCYJIHH. Toa/Moéigergé‘;ngge Zo
XUIOITHKeMH]a (aKO ce JOCTaByBa JONOJHHTENEH HHCYIHH) HIH XunepryiuKeMija u gn}ﬁ%ég} Ha
KeToaluzs03a (aKo He ce JI0CTaByBa IOBOJIHO HHCYJTHH). i ¢ DT
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Crepnuse mosienu na mymmu CE PaHJIMBY Ha OBOj OTEHIHjaseH TIpobiem:

@Imbopmauun 3a IIPOM3BOZIOT

Hucymucka nymma Bepsuu na codreepor

ITymna MiniMed™ 508 Cure

ITymna MiniMed™ Paradigm™ 511 Cure

ITymrmu MiniMed™ Paradigm™ 512/712 Cure

[lymmnu MiniMed™ Paradigm™ 515/715 Cure

[Tymmu MiniMed™ Paradigm™ 522/722 Cure

ITymnu MiniMed™ Paradigm™ Veo™ 554/754 Bepauu na codreepor 2.6A

IOHHCKH™

*3a j1a ja Hajuere Bepsujara Ha codrepor 3a mymmure MiniMed™ Paradigm™, oniere na expanor
STATUS (CTATYC):

* 3a ga ro orBopure exparor STATUS (CTATYC), npuruckajre na ESC ce JIOfIeKa He ce 1ojasu
expanor STATUS (CTATYC).

® 3a zma mpersezare noBeke TekcT Ha expanor STATUS (CTATYC), npurucuere na CTpeskara 3a
HArope MM HajloNy 3a /ia TH JIHCTaTe U TIPerjieayBare cure WHpOPMALHH.

® 3a fa usnesere og expanor STATUS (CTATYC), mpuruckajre na ESC ce gopexa ne ucuesme
STATUS (CTATYC) og expanor.

IITTO TPEBA JA CE ITPE3EME:

[Ipenopauyrame na ru npesemere MEpKHTE 33 IIPETTA3NUBOCT 33 cajbep GesbexnocTa wto ce BKJIYYeHH
noJoIy.

MEPKH 3A ITPETIIA3/IMBOCT IIPEIIOPAYAHM 3A CUTE ITATTMEHTHA

1.
2
3.

10.

Ilymuara u genosure TIOBp3aHH Ha cucTeMOT Tpeba a Guaar nocrojano mog Bama KOHTpOJIA,
Bunmasajre na nssecrypamara, alapMHTe H NIPeAyNpe/lyBathaTa Ol MyMIIaTa.

Bepnam orxaxere ru cure Gouycw mto Bue wau Bamuor NapTHEp 3a Hera He CTe L' HHUIMpAJIe,
BHUMATEIHO CJefieTe TO HWBOTO Ha 1lekep BO KpBTa u obparere ce kaj Bamumor xourakr ma
Medtronic 3a ga ro npujaBure 6oJyCoT.

Hcxiyuere ro USB-ypenmor og KOMIjyTepoT KOra He ro KOPHCTHTE 3a IIpe3eMarhe TOIaToNH on
IyMIaTa.

HE CIIOJEJTYBAJTE TU cepuckute OpoeBH Ha IyMIIaTa MM ypesuTe o HEKOj [Py OCBeH CO
Bammor masares Ha spparcreena samrura, nucrpubyrepu u Medtronic,

HE npudarkajre, e xamu6pupajre u me NpuMeHyBajre 60Ty KOPUCTEjKH YnTabe Ha WEekepoT BO
KPBTa LITO HE CTe I'0 HHUIHPAJIE,

HE nospsysajre u ne AO3BOJIYBajTe YPeaH Of APYT NPOU3BOLUTE 1ITO HEe Ce BIKJIy4eHH Bo Baurmor

CHCTeM Ha IIyMIiaTa Jia ce OBp3yBaar Ha Bamrara mymma. e -
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AKo Tpozlo/kuTe fa ja xopucrure Bawara uHCynuHcka nymna MiniMed™ 508 waum MiniMed™
Paradigm™, npesemere ru MepkuTe 3a TIpeTNasIuBoCT 3a cajbep GesbeiHOCTa BKIyUeHHU TIOroOpe 3a a

TTOMOTHETE J(a ce Che/ie Ha MMHMMYM PHSHKOT ZI0ZIeKa POJIOJDKyBATe Ia TH Y/KHBATE IPHAOGHBKHTE Ol
TepaIyjaTa Co HHCYJIHHCKA MTyMIIa.

3emere NpeABH/ U feKa IypH M aKO CTe To BpaTile ANEYMHCKHOT yNpaByBad WwTo 61 npejMer Ha
oppesHo GesbeiHOCHO JejcTBO Ha TEPEH 32 KORIITO NPBHIHO 6HJI0 HaBecTeHO Bo asryct 2018 roguna u
ce mpowupuio o oxromspu 2021 ropuma (FA830), cemax tpeGa ma ru npesemere MEpKHTE 3a
NPETIA3IHBOCT 3a cajbep GesbesHOCT HABEZEHH BO OBa TIHCMO.

Kaxo u cexoraw, Tyxa cme ga Be mogapiume. Ako wmare gononHuTemyn npanrama uian Bu Tpeba

nomoI, KOHTakTupajre ro Bamor xonraxr 3a Medtronic na enestorovska@alkal/' :‘_‘cb'g“ﬂﬁﬂix\
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OproropHo nue 3a MaTepHOBHIHIAHILA:

Hepena Crankopa Jonercka
+389 72 211 085
nstankova@alkaloid.com.mk




